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Abstract: We present a new external-beam radiation therapy system using very-high-energy 
(VHE) electron/photon beams generated by a centimeter-scale laser plasma accelerator 
built in a robotic system. Most types of external-beam radiation therapy are delivered using 
a machine called a medical linear accelerator driven by radio frequency (RF) power 
amplifiers, producing electron beams with an energy range of 620 MeV, in conjunction 
with modern radiation therapy technologies for effective shaping of three-dimensional dose 
distributions and spatially accurate dose delivery with imaging verification. However, the 
limited penetration depth and low quality of the transverse penumbra at such electron 
beams delivered from the present RF linear accelerators prevent the implementation of 
advanced modalities in current cancer treatments. These drawbacks can be overcome if the 
electron energy is increased to above 50 MeV. To overcome the disadvantages of the 
present RF-based medical accelerators, harnessing recent advancement of laser-driven 
plasma accelerators capable of producing 1-GeV electron beams in a 1-cm gas cell, we 
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propose a new embodiment of the external-beam radiation therapy robotic system 
delivering very high-energy electron/photon beams with an energy of 50250 MeV; it is 
more compact, less expensive, and has a simpler operation and higher performance in 
comparison with the current radiation therapy system. 
Keywords: external-beam radiation therapy; very-high-energy electron beam cancer therapy; 
laser plasma accelerators; robotic system 
 
1. Introduction 
Radiation therapy uses high energy radiation such as X-rays, gamma-rays, electrons, protons, heavy 
ions, and neutrons to kill cancer cells by damaging their DNA. Since radiation therapy can damage 
normal cells as well as cancer cells, treatment must be carefully planned to minimize such side effects. 
External-beam radiation therapy is most often delivered in the form of photon beamseither X-rays or 
gamma rays from a machine outside the bodyin contrast to internal radiation therapy or 
brachytherapy, which use radioactive material placed in the body near cancer cells [1]. Since electron 
beams have a finite range after which the dose falls off rapidly in order to spare deeper normal tissue, 
electron beam therapy is typically used in the treatment of superficial tumors like cancer of skin 
regions or total skin, diseases of the limbs, and so on. For deeper regions, intra-operative electron 
radiation therapy might be applied. Many types of external-beam radiation therapy are delivered using 
a machine called a medical linear accelerator driven by RF power amplifiers such as magnetron and 
klystron, producing electron beams with an energy range of 620 MeV [2]. 
Technical advances in external-beam radiation therapy provide effective shaping of three-dimensional 
dose distributions and spatially accurate dose delivery by imaging verification. These technologies, 
including three-dimensional conformal radiation therapy (3D-CRT), intensity-modulated radiation 
therapy (IMRT), image guided radiation therapy (IGRT), stereotactic body radiation therapy (SBRT), 
and hadron therapy, increase the radiation dose to tumor areas and reduce radiation exposure to 
specific sensitive areas of surrounding normal tissue. In particular, the SBRT provides the radiation in 
a shorter time using smaller radiation fields and higher doses compared with the 3D-CRT by means of 
very sophisticated computer software and advanced treatment machines to deliver radiation very 
precisely to target areas in combination with a robotic manipulator and compact medical accelerator [1]. 
Medical robots are becoming revolutionary tools for a variety of clinical applications because of 
capabilities of exceeding human limitations on tremor reduction, repeatability, precision, and accuracy. 
In several areas of medicine, robots have been successfully developed and exploited: in 1985, a robot, 
the PUMA 560, was used to place a needle for a brain biopsy using CT guidance; in 1988, the 
PROBOT developed at Imperial College London was used to perform prostatic surgery by Senthil Nathan 
at Guys and St. Thomas Hospital, London [3]; tele-operated robots called da Vinci (Intuitive Surgical 
Inc., Sunnyvale, CA, USA) have been applied to cardiac and abdominal surgery, allowing soft tissue 
procedures to benefit from robotic enhancement [4]; and the Cyber Knife radiosurgery system  
(Accuray TM, Inc, Sunnyvale, CA, USA) was first used for treating various tumors by delivering  
non-isocentric radiation beam from a compact linac mounted on a robot [57]. The Cyber Knife was 
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said to be the first robotic device in which a human was permitted to be present within a robot 
workspace. Several generations of the Cyber Knife system have been successfully developed and 
applied since its initial inception in 1990. 
However, the limited penetration depth and low quality of the transverse penumbra at the energy 
range of 620 MeV delivered from present medical RF linear accelerators currently prevent the 
aforementioned advanced modalities from being used in cancer treatment. These drawbacks can be 
overcome if the electron energy is increased above 50 MeV, whereby the penetration depth becomes 
longer and the transverse penumbra sharper, though the longitudinal penumbra is also increased. Since 
photon beams of maximal energies in the range of 150 MV to 250 MV have characteristics of depth 
dose deposition similar to reversed very high-energy (VHE) electron beams, VHE photon beams may 
be used separately or in combination with VHE electron beams to regulate the depth of dose maximum 
so that it can coincide with the depth of target volume [8]. 
Clinical effects of VHE electron beams on cancer therapy cannot be directly verified by 
measurement, since this beam type with 100 MeV-level energies is not available in small-scale 
facilities. Therefore, most of the investigations for verifying beam characteristics and dose 
distributions in specific cancer treatment have been studied by Monte Carlo simulations [812]. 
Referring to the results of Monte Carlo simulations carried out by DesRosiers et al. [8], depth-dose 
distributions from 200 MeV electron beams are illustrated for single-field, parallel opposed two-field, 
and orthogonal two-field arrangements as well as a 160 MeV proton beam with a Bragg peak at a 
depth of 15 cm, as shown in Figure 1. In the Monte Carlo simulation study [9] comparing  
intensity-modulated radiation therapy for prostate treatment with photon, proton, and VHE electron 
beams, the best conformity to the volume is achieved with proton beams, while target coverage for 
electron beams is comparable to or sometimes better than that provided by photon beams. Moreover, 
VHE electron beams provide a significant improvement over photon beams in the dose sparing of the 
sensitive structures and normal tissues. Monte Carlo simulations [10] of VHE electron beams with 
various energies have been performed to estimate dose distributions for a simulated lung tumor in 
comparison to state-of-the-art 6 MV photon beam therapy and a conventional 20 MeV electron beam 
therapy. This shows that electron energies of 75100 MeV can produce superior quality compared to 
the photon beam and lower electron energies. It is also demonstrated that an 8 cc lung tumor could be 
treated with 100 MeV electrons to a 10 Gy in 1.3 s. 
It is important for clinical application of VHE electron beams to consider dose contribution to the 
patient from neutrons and from induced radioactivity, and to evaluate neutron and radioactivity 
production from the standpoint of radiation protection. The mechanism of neutron production in the 
region of electron beam energies under consideration is determined by photodivision of nuclei via 
photo-nuclear reaction channels such as ȖnȖpȖn), DQGȖpn) by Bremsstrahlung photons due 
to energy loss of VHE electrons and the small contribution of electrodivision by electrons. The analyses [8] 
on secondary particle production via the above-mentioned processes concluded that neutron and proton 
production in VHE electron beam therapy should not significantly affect equivalent doses in 
comparison with photon treatments, and that the required shielding should not be significantly greater 
than for 50 MeV electron and photon beams. Monte Carlo simulations [10] on contribution of 
secondary particles produced by Bremsstrahlung and electronuclear interactions to the dose from VHE 
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electron beams show that the estimated neutron dose is 12 orders of magnitude lower than that for 
scanning beam proton therapy and 1518 MV photon IMRT. 
 
Figure 1. Percentage Depth Dose distributions from 200 MeV electron beams, referring to 
Monte Carlo simulation results carried out by DesRosiers et al. [8]: (a) single-field; (b) 
parallel opposed two-field; (c) orthogonal two-field, in comparison with those from a 15 MV 
photon beam for (d) single-field; (e) parallel opposed two-field; and (f) orthogonal two-field 
arrangements; and (g) 160 MeV single-field proton beam with Bragg peak, illustrated by 
Friesel et al. [13]. 
A proposed VHE electron beam therapy might utilize high-energy electron beams generated from a 
conventional RF-based linear accelerator comprising an electron injector, a main accelerating structure 
called LINAC [2], and a beam transport system, lastly followed by a gantry. The electron injector, 
typically composed of a photocathode RF gun or thermionic high-voltage DC gun and several buncher 
cavities for producing electron bunches. The LINAC is composed of a series of room-temperature or 
superconducting RF cavities with an accelerating gradient of the order of 10 MV/m. The beam transport 
system includes beam focusing and defocusing electro-quadrupole magnets. The gantry is mounted by 
vacuum beam transport systems and a series of beam steering and focusing electro-magnets. An 
overall size of a RF linac may require roughly a 50 m long facility for RF linac-based external-beam 
radiation therapy. Furthermore, a rotating gantry for multi-directional beam delivery may contribute a 
weight of the order of 100,000 kilograms. Therefore, the costs of construction and operation of such a 
facility may be prohibitively large so as to hinder the usage of conventional accelerator-based very 
high energy electron beam therapy systems in small-scale hospitals. 
To date, active research has been carried out on the laser plasma acceleration concept [14] in order 
to achieve high-energy, high-quality electron beams with GeV energy in a cm-scale plasma [1519], 
1%-level energy spread [20], a 1-mm-mrad-level transverse emittance [21], and a 1-fs-level bunch 
duration [22], ensuring that the stability of reproduction is as high as that of the present high-power 
ultra-short-pulse lasers [23]. Recently, staged laser plasma acceleration [24,25] has been successfully 
demonstrated in conjunction with ionization-induced injection [2628]. Relativistic electron beams 
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from ultraintense laser plasma interactions can be conceived of as compact particle accelerators, 
inspiring a wide range of applications of unique particle beam and radiation sources. 
In this context, we present a new embodiment of the external-beam radiation therapy robotic system 
for delivering VHE electron/photon beams. This leads to a more compact and less expensive system 
with higher performance compared to previous techniques. Our proposed system comprises a drive 
laser, a plasma accelerator wherein the laser pulse generates VHE electron beams, a beam focusing 
system transporting electron beams from the plasma accelerator to a target in a patient, a photon beam 
target system generating VHE photon beams, a rotary gantry wherein the laser pulse is guided through 
a vacuum transport and focused onto the plasma accelerator, and a laser beam stabilizing system 
monitoring beam positions in the laser transport optics and correcting their alignment. 
We organize the remainder of this article as follows. Section 2 presents a conceptual design for the 
laser-driven VHE electron/photon beam radiation therapy system. Section 3 presents a design example 
of laser in-frame robotic gantry. Section 4 describes discussions on feasibility, prospects for a new 
laser-driven radiation therapy system, and conclusions. 
2. Laser-Driven Very-High-Energy Electron/Photon Beam Radiation Therapy System 
The proposed radiation therapy system providing VHE electron/photon beams is composed of a 
drive laser system, laser plasma accelerator, electron beam focusing system, target system for the 
photon beam therapy, rotary gantry, and laser beam stabilizing system, as shown in Figure 2. 
Figure 2. A conceptual sketch (not scaled) of the proposed radiation therapy system 
comprising (a) a drive laser system; (b) a laser plasma accelerator; (c) an electron beam 
focusing system; and (d) a laser-guiding vacuum transport embedded in a rotary gantry. 
Alignment of mirrors M1M4 are corrected by a laser beam stabilizing system consisting 
of an alignment laser S and beam position monitor cameras C1C4, to keep a laser pulse 
focus on the entrance of a laser plasma accelerator, O. 
The drive laser system, comprising a front end and amplifier chain delivering energy-amplified 
pulses, is followed by an optical pulse compressor in order to form a drive laser pulse. The drive laser 
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pulse is guided through vacuum transport optics and focused onto the laser plasma accelerator, both of 
which are installed in the rotary gantry. In the laser plasma accelerator, drive laser pulses generate 
VHE electron beams. The beam focusing system transports the electron beams from the laser plasma 
accelerator to a target in a patient for VHE electron beam treatment, while the VHE electron beams are 
converted to photon beams in the target system for VHE photon beam treatment. The laser beam 
stabilizing system monitors beam positions in the laser transport optics and corrects their alignment. 
Major components of the laser-driven radiation therapy system are described in detail as follows. 
2.1. Drive Laser System 
The drive laser system for producing multi-TW laser pulses is based on the chirp pulse 
amplification technique [29], as shown in Figure 3. In this drive laser system, a low-energy laser pulse 
is produced by a front end, including a femtosecond oscillator and pulse stretcher wherein an oscillator 
pulse is stretched out in time, by means of a pair of diffraction gratings, having the effect of offsetting 
in time the various spectral components of the original low-energy pulse. The stretched pulse then has 
a lower peak power and a longer duration than the original pulse. An output pulse from the front end 
then seeds an amplifier chain. The pulse passing through this amplifier chain is amplified so as to 
generate a high-energy pulse. This amplified pulse is compressed timewise by an optical pulse 
compressor installed in a compressor vacuum chamber. The pulse compressor chamber is maintained 
at a pressure of the order of 10í Pa. The optical pulse compressor comprises a pair of diffraction 
gratings, grouping together in time the various spectral components of the pulse. The output pulse 
emerging from this optical compressor then has a very high energy and very short duration so that its 
energy and duration are optimized for producing an electron beam. A whole laser system, a vacuum 
pump, and the gantry drive system are installed in the cover case, as shown in Figure 2. 
 
Figure 3. A schematic diagram of the drive laser system using the chirp pulse 
amplification technique. 
For many practical applications of laser plasma accelerators, it is essential to employ high average 
power, high-efficiency drive lasers operated at the high repetition pulse rate. In particular, the stability 
and positioning precision of electron beams are critical issues for the medical accelerator performance [2]. 
For laser plasma accelerators, these issues are largely determined by the stability of the laser 
Femtosecond
oscillator
Pulse 
stretcher
Laser
Amplifier
Pulse 
Compressor
Appl. Sci. 2015, 5 7 
 
performance, which is significantly improved as the pulse repetition rate increases. One such high 
average power laser system is the Coherent Amplifying Network (CAN) laser [30]. Here the 
conventional rod or slab laser amplifiers are replaced by a network of optical-fiber-based amplifiers. A 
femtosecond seed-laser pulse is repeatedly split and amplified through this network. The resulting 
pulses are then recombined coherently with precise individual phase control to produce a single 
amplified global laser pulse with a 1 J level of energy at the high repetition rate of 1 kHz to 1 MHz 
with efficiency of 30%40%. 
2.2. Design of Laser Plasma Accelerators for VHE Electron Beams 
The laser plasma accelerator comprises an injector cell filled with a mixed gas, e.g., 98% helium 
gas mixed with 2% nitrogen, and an accelerator cell filled with a pure gas, e.g., hydrogen or helium gas. 
Figure 4 illustrates schematically a physical process for the wakefield excitation and electron trapping 
and acceleration in wakefields [26], which are generated when an intense laser pulse propagates a 
neutral mixed gas in the injector cell. The evolution of plasma electron density is shown in Figure 4a 
and the excited longitudinal wakefield is shown in Figure 4c. As shown in Figure 4b, helium and the 
outer shell electrons of nitrogen up to N5+ are fully ionized in the leading front of the laser pulse with 
an intensity of 1.5 × 1016 W/cm2 to produce plasma electrons in the outer region of the laser pulse, of 
which the boundary is indicated by a thin dotted line. Since two inner shell (K-shell) electrons of N6+ 
and N7+ are ionized at a laser intensity higher than 1 × 1019 W/cm2, the inner shell electrons are 
produced only near the peak intensity of the laser pulse, of which the intensity profile is indicated by a 
thick dotted line for the normalized vector potential a0 = 0.855 × 10í IL1/2(W/cm2ȜLȝP  , where 
IL is the intensity and ȜL is the laser wavelength. In Figure 4a, a solid curve indicates the evolution of 
the ionization level of nitrogen (the electron number of ionized nitrogen atom) along the propagation 
axis. A boundary of the plasma region containing the inner shell electrons from ionized N6+ and N7+ is 
indicated by a thin dashed line. 
Plasma electrons contained in the boundary are blown out by radiation pressure (ponderomotive 
force) of the laser pulse with the relativistic intensity a0 >> 1 and form a narrow, dense electron sheath 
surrounding a spherical ion column behind the laser pulse, often referred to as a bubble, as shown in 
Figure 4b. Such charge separation generates a strong longitudinal electric field of the order of  
100 GV/m at a plasma electron density of 1018 cmí, which is three orders of magnitude higher than an 
accelerating field of conventional RF accelerators. Inside the bubble, an electron undergoes a strong 
focusing force simultaneously. Hence, once electrons are trapped into a bubble, they are efficiently 
accelerated up to high energy of the order of 1 GeV over a dephasing length of the order of 1 cm, 
where accelerated electrons outrun a proper accelerating phase. 
In the bubble (blowout) regime for a0 VLQFHDQHOHFWURQ-evacuated cavity shape is determined by 
balancing the Lorentz force of the ion sphere exerted on the electron sheath with the ponderomotive 
force of the laser pulse, the bubble radius RB is approximately given as kpRB = 2 0a , where kp  ʌrene)1/2 
is the plasma wave number evaluated with the unperturbed on-axis density ne, and the classical electron 
radius re = e2/mec2 = 2.818 × 10í cm with electron charge e, mass me, and vacuum light velocity c. The 
accelerating field EZ is given by EZ/E0  ĮkpRB, where E0 = mcȦp/e = 96 (GV/m) [ne/1018(cmí)]1/2 is 
the non-relativistic wave-breaking field and Į represents a factor taking into account the beam loading 
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and the difference between the simulation and theoretical estimation. The maximum energy gain Wmax, 
limited due to dephasing, is given by ¨Ȗmax = Wmax/mec2  Įțselfa0(ncne), where 2 2 24 ( )c e L e Ln m e rZ S S O   
is the critical plasma density, 2 2 1/2 2 1/2 1self 0 0 0( / 8){(1 / 2) 1 ln([(1 / 2) 1] / 2)}a a aN        is a correction factor of 
the group velocity for a self-guided relativistic laser pulse, of which the relativistic factor related to the 
group velocity ȕg = vg/c is given by 2 2 2 2self1/ (1 ) ( / )g g L pJ E N Z Z   2self self 0( / )c e gn nN N J  , where Ȗg0 = ȦL/Ȧp 
is the relativistic factor for the linear group velocity for 20 1a  . The dephasing length Ldp for the  
self-guided bubble regime is given by 2dp (2 / 3)p p B gk L k R J 0 self(4 / 3) ( / )c ea n nN . The important 
parameters of laser plasma accelerators (a list of symbols for designing parameters see in Table 1) for 
reaching a given energy Eb are summarized as follows [31]: 
The operating electron plasma density is determined by 
18 3 2
self 0 self 0
max
2 0.8 m 200MeV
3 10 [cm ] ( ) ( )
3 /
c
e
L b
n
n a a
E
PDN NJ O D
  u'  (1) 
The accelerator length is set to be equal to the dephasing length as 
3/2
3/2max
acc dp 1/2 1/2
self 0 self 0
( / ) /3 2.5 [mm]
( )( )
2 0.8 m 200MeV
bL
L
E
L L
a a
J D DOO PSN N
'    (2) 
The pump depletion length due to pulse front erosion becomes 
max
pd
self 0 self 0
/ /3 5[mm]
( )( )
2 30fs 200MeV
c L bL
L
e
n c E
L c
n a a
W J D DWW N N
'    (3) 
The pulse duration required for satisfying a dephasing length longer than a pump depletion length is 
1/2 1/2
self
/
14 [fs] ( )( )
0.8 m 200MeV
bL
L
E DOW N Pt  (4) 
The matched spot radius is given by 
1/2
self 0
/
3.1[ m] ( )( )
0.8 m 200MeV
m bL
L
R E
r
a
DOP PN  (5) 
where 
2
1/20
2 2
0 0
ln(1 / 2)
{ }
1 / 2 1 2ln[( 1 / 2 1) / 2]
m p L
a
R k r
a a
  
    
 (6) 
The corresponding matched power is 
2 2 2 2
0 0
self
/
0.312 [TW] ( )
32 200MeV
p L m b
L c
k r a a R E
P P
D
N   (7) 
where Pc = 17 nc/ne [GW] is the critical power for the relativistic self-focusing at the electron plasma 
density ne. The required laser pulse energy is given by UL = PLĲL. 
Assuming the beam loading efficiency 2 2/1b z ME EK    defined by the fraction of the plasma wave 
energy absorbed by particles of the bunch with the root mean square (rms) radius ıb, the beam-loaded 
field is given by 1 b Mz ME E EDK   , where EM is an accelerating field without beam loading. Thus a 
loaded charge is calculated as 
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Using Equation (1) for plasma density ne, the loaded charge is given by 
> @ 2 22 1 23/2 1/2
self
( )
0.8
1
44
m 200MeV
pC ( )bLp bb
k E
Q
O
P
VD
D N
  (9) 
A field reduction factor Į for accelerating a charge of electrons Qb up to the energy Eb is obtained from 
Į2 + CĮ3/2 í , where 1/2 2 2 1 1 1 2self( 44 pC) ( ) ( /1 m/ 200 Me) V( / )b p b L bC Q k EN V O P   . 
 
Figure 4. A physical process for tunnel ionization in shown in a He and N2 mixed gas, 
wakefield excitation, electron trapping due to ionization-induced injection mechanism, and 
acceleration in wakefields, schematically illustrated from particle-in-cell simulation results 
carried out by Pak et al. [26]. (a) The envelope of the normalized vector potential a0 of the 
laser (dashed line) and the ionization state of nitrogen atoms (solid line) on axis;  
(b) Electron-density distribution from He and the L-shell electrons of nitrogen (inside 
dotted line) and from the K-shell electrons of nitrogen (inside dashed line), where electron 
(1) is ionized close to the axis and is trapped by the wakefield, while electron (2), ionized 
earlier and off-axis, slips and is not trapped; (c) The electric field of the laser pulse, the 
longitudinal electric field of the wake Ez, and the accelerated electron bunch. 
The required electron beam charge is determined by the radiation therapy treatment plan, for 
example, a 10 cc lung tumor treatment with 100 MeV electrons to a dose of 10 Gy in 1 s. This 
treatment requires that a 1nC charge of 100 MeV electrons should be deposited over a 10 cc tumor volume 
in 1 s. At a repetition rate of 100 Hz, the laser plasma accelerator should provide an electron bunch with 
charge Qb = 10 pC. 
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A laser-plasma driven VHE electron beam radiation therapy system is presented for the electron 
beam energies50 MeV (Case A), 100 MeV (Case B), 150 MeV (Case C), 200 MeV (Case D), and 
250 MeV (Case E). A drive laser pulse from the laser system is focused on the entrance of gas cells at 
the normalized laser field a0 = 2 corresponding to the laser intensity I = 5.5 × 1018 W cmí. Self-guided 
propagation of such laser pulses in the gas cell requires the group velocity correction factor țself = 1.19 
and the matched spot radius Rm  7KHZDNHILHOG UHGXFWLRQ IDFWRUĮ due to loaded charge Qb is 
calculated from Į2 + CĮ3/2 í , assuming the electron beam radius kbıb = 1, where the coefficients 
are C = 0.50, 0.35, 0.29, 0.25, and 0.22 as Į  0.80, 0.85, 0.88, 0.89, and 0.90, respectively, for Case A to E.  
The main parameters for the laser plasma accelerator are provided as shown in Table 2. 
Table 1. A list of symbols for designing laser plasma accelerators. 
Parameters Symbols 
Speed of light in vacuum c 
Laser wavelength ȜL 
Laser angular frequency ȦL 
Laser intensity IL 
Laser spot radius rL 
Laser pulse duration ĲL 
Laser peak power PL 
Laser pulse energy UL 
Normalized vector potential a0 
Normalized matched spot radius Rm 
Critical power for relativistic self-focusing Pc 
Electron charge e 
Electron mass me 
Classical electron radius re 
Plasma electron density ne 
Plasma electron frequency Ȧp 
Plasma wave number kp 
Critical plasma density nc 
Group velocity vg 
Normalized group velocity ȕg 
Relativistic factor related to the group velocity Ȗg, Ȗg0 
Correction factor of the group velocity  țself 
Bubble radius RB 
Accelerating electric field with beam loading EZ 
Accelerating electric field without beam loading EM 
Non- relativistic wave-breaking field E0 
Reduction factor of the accelerating field Į 
Maximum energy gain Wmax 
Design electron beam energy Eb 
Normalized maximum energy gain ¨Ȗmax 
Dephasing length Ldp 
Accelerator length Lacc 
Pump depletion length Lpd 
Electron beam charge Qb 
Root mean square electron beam radius ıb 
Beam loading efficiency Șb 
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For Case E, the laser system should be capable of delivering a 150 mJ drive pulse with 20 fs 
duration at 100 Hz to the laser plasma accelerator for producing a 10 pC electron bunch. The electron 
beam energy can be controlled by adjusting the laser pulse energy, plasma density, and accelerator length. 
Table 2. Main parameters of laser plasma accelerators for VHE electron beam radiation 
therapy system. 
Case A B C D E 
Electron beam energy [MeV] 50 100 150 200 250 
Laser wavelength >ȝP@ 0.8 0.8 0.8 0.8 0.8 
Laser energy per pulse [mJ] 33 63 92 121 149 
Peak power [TW] 1.7 3.2 4.6 6.0 7.5 
Pulse duration [fs] 20 20 20 20 20 
Matched spot radius >ȝP@ 3.6 5.0 6.0 6.9 7.6 
Plasma density [1019 cmí3] 2.3 1.2 0.8 0.6 0.5 
Accelerator length [mm] 0.2 0.5 0.9 1.4 1.9 
Charge per bunch [pC] 10 10 10 10 10 
2.3. Simulations on Laser Plasma Accelerators 
Electron beams can be produced and accelerated in the injector cell driven by the same laser pulse 
as that in the accelerator cell, relying on the self-injection mechanism [32,33]. We studied the 
production of high-quality electron beams with energy of 300 MeV and a charge of ~100 pC by means 
of the particle-in-cell (PIC) simulations. The self-injection electron beam production has been 
investigated by the 2D PIC simulation code (VORPAL) [34], using the 2D moving window, of which 
the cell size was îȝP2 and the number of simulation cells 1792 × 256, respectively, assuming 
He2+ immobile ions and four electrons per simulation cell. Figure 5a,b shows the simulation result of 
the electron density distribution and the electron energy spectrum, respectively, at the propagation 
distance z = 3 mm for the drive laser pulse with wavelength ȜL  ȝP, the initial normalized field  
a0 = 4, spot radius rL  ȝP, and pulse duration ĲL = 27 fs, which is focused into uniform plasma with 
electron density ne = 2 × 1018 cmí. In this example, the focused spot size was chosen from the condition 
02p B p Lk R k r a   to form a spherical bubble wake with radius RB. For this condition, the accelerated 
electron beam has energy of 320 MeV, relative rms energy spread of 4%, and charge of 100 pC. As 
shown in Figure 5c,d, increasing the focused spot radius up to rL  ȝP, the electron beam energy 
decreases down to 210 MeV, while the energy spread becomes significantly worse as the trapped beam 
charge increases. This may be attributed to longitudinal expansion of the bubble size [33] and beam 
loading effects. 
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Figure 5. 2D PIC simulation results of laser wakefield acceleration driven by a laser pulse 
with wavelength ȜL  ȝP, normalized field a0 = 4, spot radius rL  ȝP and pulse 
duration ĲL = 27 fs at plasma density ne = 2 × 1018 cmí; (a) Electron-density distribution at 
the propagation distance z = 3 mm; (b) Electron energy spectrum at z = 3 mm; (c) Energy 
and energy spread; and (d) trapped electron charge as a function of spot radius. 
2.4. An Embodiment of Laser-Driven VHE Electron- and Photon-Beam Sources 
Figure 6 schematically illustrates the gantry head, the most crucial part of the radiation therapy 
system, where are installed a final focus optics, electron laser plasma accelerator, and beam focusing 
system for VHE electron beam therapy or Bremsstrahlung conversion target for VHE photon beam 
therapy. The ultrashort intense laser pulse is focused by a spherical mirror or off-axis parabolic mirror 
on the entrance of a two-stage gas cell, of which the first cell referred to an injector is filled with a 
mixed gas, e.g., helium gas mixed with nitrogen, and the second cell referred to as an accelerator is 
filled with a pure gas, e.g., hydrogen or helium. The gases are fed through a gas flow control system to 
the two-stage gas cell separately at the different pressures. According to the abovementioned mechanism, 
in the injector of the gas cell, the laser pulse excites large-amplitude plasma wakefields, of which an 
accelerating electric field can trap plasma electrons exclusively out of the inner shell electrons and 
accelerate them owing to ionization-induced injection. A pre-accelerated electron beam from the 
injector is further accelerated to the relativistic energy in the accelerator gas cell, where the laser pulse 
generates plasma wakefields. 
A collimated electron beam from the laser plasma accelerator is provided to the target in the patient 
by the beam focusing system comprising permanent quadrupole magnets, as shown in Figure 6. The 
field gradient of the two dimensional Halbach-type permanent quadrupole magnet (PMQ) is given by
1 12 ( )r i oB B r r
 c   , where Br is the tip field strength, ri is the inner radius, and r0 is the outer radius of  
PMQ [35]. With Br = 1.45 T for Nd-Fe-B type rare earth magnet (Nd2Fe14B) with PM Grades N50 and 
ri = 2.5 mm, one can obtain the field gradient 1160 [T/m](1- 2.5[mm]/ )oB rc  . The beam focusing 
system comprises two or three permanent quadrupole magnets (PMQs), e.g., a doublet (FD) or a triplet 
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(FDF) installed into a housing chamber. For the photon beam therapy, VHE photons can be produced 
from a photon beam target system comprising a Bremsstrahlung conversion target and collimator, 
where the beam focusing system is retracted and electron beams are directly irradiated, as shown in 
Figure 6. 
 
Figure 6. A schematic of the gantry head, comprising (a) a final focus mirror; (b) two-stage 
gas cell; (c) multi-axis positioning stage for the gas cell, e.g., miniature 6-axes hexapod; 
(d) vacuum chamber containing the laser plasma accelerator and drive laser optics;  
(e) vacuum window thin film, e.g., beryllium, for separating vacuum and air; (f) beam 
focusing system assembled three permanent quadrupole magnets; (g) current transformer 
for measuring electron beam charge; (h) Bremsstrahlung conversion target; (i) photon 
beam collimator; (j) pure He gas fed to the accelerator; (k) N2 and He mixed gas fed to the 
injector; (l) injector gas cell; and (m) accelerator gas cell. 
2.5. Laser Beam Stabilizing System 
The misalignment in the laser transport optics due to movement of the rotary gantry can be retrieved 
by means of a laser beam stabilizing system, as shown in Figure 2. The drive laser pulse delivered 
from a fixed mirror inside the pulse compressor chamber is guided by a mirror system comprising M1, 
M2, M3, and M4 to the entrance O of the laser plasma accelerator. A position of an alignment beam 
provided by a laser S is monitored at a charge coupled device (CCD) camera, C1 to C4, viewing each 
mirror, M1 to M4. Generally, once movement of the gantry causes displacement ¨Cix,y of the position 
of the alignment laser beam on the ith mirror for x- and y-direction, respectively, a correction angle of 
the ith mirror is given by , 1 , 1 1 ,/ /ix y i x y i i x y iC s C sT   '  ' ' , where si is a distance between the ith mirror 
and the i+1th mirror in order to keep the final focus position O fixed. These angular corrections of 
each mirror are set by means of two precision actuators, e.g., piezoelectric actuators, integrated into a 
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mirror holder, installed in a vacuum box. A process measuring the laser beam position on each mirror 
and then correcting angles of the mirror may be repeated until the laser beam positions are stabilized. 
3. Conceptual Design of Laser In-Frame Robotic Gantry 
The program of developing a new laser in-frame robot for very high-energy electron/photon beam 
therapy is to provide revolutionary equipment that overcomes some of the problems existing in the 
radiation therapy system, such as Cyber Knife [5], for instance, which is a combination of a  
small-sized X-ray linac and a traditional industrial manipulator in its structure. Intense laser pulses are 
generated and transmitted to the base of the manipulator, then through its frame and joints, and are 
finally delivered to the accelerator equipped at the tip of the manipulator, where the electron beam is 
generated. A laser beam with a diameter of the order of 50 mm has to be transmitted in vacuum before 
it is delivered to the accelerator. Therefore the design feature of the robot arm should meet all the 
requirements on payload, positioning accuracy, and an inside vacuum hollow structure with minimum 
80 mm-level diameter, as well as keeping the manufacturing costs as low as possible. In our proposal, 
all the frames and joints are designed in a large-sized internal vacuum hollow structure and then all of 
the driven components have to be outward distributed. 
It is clear that five is the minimum necessary number of DOFs (degrees of freedom) for the 
treatment by electron/photon beam to cancer cells, by adjusting the position and pose of the beam. The 
robot may be capable of providing five or fewer DOFs, and other equipment, such as the treatment 
couch, may contribute the rest (one or more DOFs). For medical use, the robotic arm is also required to 
be small, compact, hygienic, and noiseless. The five DOFs are waist rotation, elbow pitch, and 
shoulder pitch, as well as the tilts of the wrist with two further revolute joints. Among them, the rotary 
joint (especially for waist rotation), which acts as an essential driving/guiding component and 
supporting structure, is of extreme importance. At the beginning of the treatment, the joints will find 
their relative location of the lesion programmed by the computer. During the treatment, the irradiated 
point should be adjusted immediately once the data of the location of the lesion changes. This system 
must be real-time and accurate-positioning. This rotary joint needs to have a vacuum channel inside, the 
diameter of which should be at least 80 mm to serve for the laser transmission. There is no such 
commercial mechanism that meets these requirements among the present industrial manipulators. 
Therefore, the design is an extremely difficult and challenging task compared to a traditional 
manipulator. Here we propose a low cost but high positioning accuracy rotary joint, thereby reducing 
the cost of the package of this medical robotic system. The rotary joint is able to withstand the weight 
of the whole robotic arm device itself as well as the external load. Fast and accurate positioning to the 
pathological location determined by the medical plan is promised. In the course of treatment, the end 
of the robot arm is therefore able to keep changing subtly at any time according to the positioning data, 
and to adjust the irradiation site to achieve accuracy of real-time treatment. 
The main task of our research is developing a new laser in-frame robot with five degrees of freedom 
to guide the laser beam inside. For medical use, the robotic arm is required to be small and compact to 
ensure the laser beam positioning accuracy at the manipulator end as well as the lowest possible cost. 
In addition, the robotic arm shall maintain an internal hollow for implantation of a vacuum optical path. 
The design of the robotic rotary joint is one of the most crucial steps to realize these objectives. 
Appl. Sci. 2015, 5 15 
 
Therefore, the design features of the rotary joint should be able to meet the requirements of the work 
load of the robot arm and the accelerator, the rotational positioning accuracy of the rotary mechanism, 
as well as reducing the manufacturing cost of the entire robotic system. Compared to traditional 
manipulator design, this is a difficult and challenging task. 
This rotary joint is mainly used in the follow-up medical manipulator, and therefore multiple 
rotation speeds should be able to be provided. According to the treatment plan, the accelerator at the 
end of the robotic arm is positioning at any location within a sphere that keeps a certain distance from 
the lesion area. Here is the hypothesis for rotational speed of the rotary joint: Firstly, during the 
initialization of a surgery, the manipulator needs to have a faster positioning speed to ensure that the 
electron accelerators at the end of the robotic arm quickly move to the patients lesions nearby and are 
ready for subsequent treatment. Secondly, a relatively lower working speed, under the control of the 
computer program, is serving as the precise positioning of patients lesions during the radiosurgery process. 
Figure 7 shows a detailed design of the rotary joint and a whole aspect of the manipulator. A servo 
motor is used to drive a ball screw for rotation, then a slider together with the screw nut for translation. 
Several steel cables or steel flat belts are wound around the rotary waist and fixed to the slider for 
motion transmission. This connection allows the motor to finally drive the rotary joint to do stable 
rotation in both clockwise and anticlockwise directions. A tension-adjusting mechanism ensures the 
transmission stiffness of the steel cables or belts is at a high level, and at the same time enables precise 
motion with no backlash. The rotary joint is finally covered by an outside box for a clean aspect, as 
shown in Figure 7. 
  
(a) (b) 
Figure 7. A novel design of laser-in-frame robotic manipulator for laser-driven VHE 
electron/photon beam therapy. (a) The design concept of rotary joint; (b) The  
whole manipulator. 
With the analysis of the actual operation conditions of the VHE electron beam radiation therapy 
system, the whole upper robot arm is simplified to be one simple beam with a length of 1.5 m and 
mass of 40 kg. The laser electron accelerator is then represented by a mass point of 80 kg. Right below 
the arm is the cylindrical rotational waist, which has a height of about 0.3 m and a diameter of 200 mm. 
With this simplified model, it becomes easy and convenient to calculate the approximate working force 
loaded on the rotary joint and the velocity of both working condition and positioning condition. As a 
result of preliminary calculations, the suitable reduction ratio of this rotary joint is about 125. At 
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working conditions, the velocity of the power screw is about 50 mm/s, while at the positioning 
condition it is about 10 times higher. 
4. Discussion and Conclusions 
We present a conceptual design for a laser plasma accelerator-driven very high energy 
electron/photon beam radiation therapy robotic system comprising a drive laser system, laser plasma 
accelerator, electron beam focusing system, photon beam target system, main-body of robot, and laser 
beam stabilizing system. The drive laser system produces energy-amplified high-energy laser pulses. 
The intense laser pulses are guided through the inside vacuum structure of the main body of a robot 
into the accelerator chamber attached at the head of the main body of the robot, and focused onto the 
laser plasma accelerator mounted in the accelerator chamber, where they finally generate electron 
beams. The electron beam focusing system transports electron beams to the target in a patient, and the 
photon beam target system also generates photon beams for VHE electron/photon beam radiation therapy. 
The main body of the robot delivers the electron/photon beam to the target in a patient from multiple 
directions. The laser beam stabilizing system monitors laser beam positions and corrects their alignment 
during treatment. 
From a clinical point of view, since protons and heavy ions have a finite range in the radiation dose 
distribution along the beam path, where the dose increases slowly with the depth and then rises very 
steeply to produce a Bragg peak, as shown in Figure 1, generally speaking, the proton and carbon ion 
beams therapies are superior even to the highest technology X-ray therapy. However, in reality most 
radiation therapy (~99%) is currently carried out with X-ray beams of 620 MV photons because of  
the cost-effectiveness and the high capital cost of constructing and maintaining infrastructures to 
produce such proton and carbon ion beams, including large-scale particle accelerators such as 
cyclotrons, synchrotrons, beamlines, gantries, and radiation shielding in a clinical environment as well 
as the human resources for operating such a large facility. To date, Japan has the worlds largest 
number of hadron therapy facilities (nine proton and four heavy ion therapy facilities) [36]. It is said 
that a new hadron facility 3000 square meters in area requires roughly $100 million for initial 
construction and several million dollars for annual maintenance [37], compared to $10 million for the 
highest technology X-ray therapy system in a clinic 100 square meters in area. In addition, the cost of 
treatment requires about $30,000 for proton therapy [37], compared to $6000 for X-ray therapy. 
Considering the current prices for a commercial multi-TW laser and robotic system, one may envisage 
a similar cost for the installation, operation, and treatment of the proposed laser-based VHE 
electron/photon beam therapy system as that of the X-ray therapy system. 
In this context, if electron beams with 50250 MeV energies, which are not currently available in 
small-scale facilities, could be generated with a compact medical accelerator having a similar or even 
smaller size, such VHE electron beams would provide us with clinical effects superior to the present 
X-ray therapy, even comparable to proton beam therapy in terms of cost-effectiveness, compactness, 
and simplicity, which are important requirements for ubiquitous high-technology radiation therapy. 
Here we propose a new radiation therapy device that makes it possible to deliver 50250 MeV VHE 
electron beams from a compact laser-driven plasma-based accelerator, which can be mounted on a  
gantry with laser optics installed in a robotic arm and controlled for delivering narrow collimated  
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beamsso-called pencil beamsto tumors in a patient from multiple directions for intensity-
modulated radiation therapy (IMRT) using pencil beam scanning (PBS), in conjunction with image 
guided radiation therapy (IGRT). Technologies of the laser in-frame robot developed for VHE electron 
beams will pave the way for laser-driven proton beam therapy as well, which uses protons with the 
kinetic energy range in the medical window 70300 MeV, though much higher intensity lasers will be 
needed for the production of such high-energy protons due to laserplasma interactions. 
Although the achievement of current laser plasma electron acceleration experiments basically 
carried out in a single-shot mode may not ensure the performance of laser-driven electron beams in 
practical applications, the requirements for VHE electron beams with energies of 50250 MeV, an rms 
energy spread of the order of 5%, and an electron charge of the order of 10 pC have been demonstrated 
by previous experiments on a two-staged laser wakefield accelerator comprising an injector and 
accelerator cells in conjunction with ionization-induced injection [24,25]. The most crucial 
requirement for VHE electron/photon beam radiation therapy may be a shot-to-shot energy stability of 
the order of 1% and pointing stability of the order of 1 mrad for IMRT with PBS. Since these 
stabilities are dominantly attributed to the stability of drive lasers, the current limits of a few  
percent-level stability at the repetition rate of the order of 1 Hz operation would be improved to the 
level of less than 1% by increasing the repetition rate of drive laser pulses to 100 Hz. Furthermore, the 
use of coherent combining fiber lasers capable of producing VHE electron beams could replace the 
rotary vacuum channels with flexible fibers for transporting laser pulses to the gas cell, removing the 
need for a large part of the guiding optics and aligning system as well as increasing the repetition rate 
and efficiency of the drive laser. 
In conclusion, the very high energy electron/photon beam radiation therapy robotic system proposed 
is more compact and efficient, less expensive, and offers simpler and safer operation in addition to 
higher performance compared to previous techniques. This will lead to cost-effective, ubiquitous  
high-technology radiation therapy including photon, electron, and proton beams, in conjunction with 
advanced robot technologies. 
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